Staphylococcus caprae meningitis following intraspinal device infection.
A case is reported of Staphylococcus caprae meningitis due to infection of an intraspinal analgesia pump. The subclinical and pauci-symptomatic clinical course of the infection strongly suggested a chronic device contamination.